Construction and Performance of Visible SISAM and SISAM X F. P. Monochromators.
In a previous paper [Appl. Opt. 12, 279 (1973)] new methods for scanning and modulating a SISAM monochromator were described. These made it useful in the visible domain. Here a developed version of the previous crude prototype is described and its performance evaluated. Further a SISAM and a Fabry-Perot have been combined and used in the visible. The performance of this monochromator is also described.